Background {#sec1-2055668317712978}
==========

The SACH (solid ankle--cushion heel) prosthetic foot is one of the most commonly used types of prosthetic feet. Its low cost, strong, simple and non-articulated foot design is widely prescribed in developing countries.^[@bibr1-2055668317712978],[@bibr2-2055668317712978]^ There have been various adaptions to the SACH foot design over the years. The CR Equipements SACH foot is one variation possessing a polypropylene keel that has improved its design to provide more durability than a previous version. The current offering of the foot has an external rubberized shell which is found to be more durable than polyurethane prosthetic feet.^[@bibr3-2055668317712978]^ Vulcanized rubber feet tend to have fewer failures than polyurethane feet in resource-limited environments (RLEs).^[@bibr4-2055668317712978],[@bibr5-2055668317712978]^ In RLEs, there is a need to provide access to good-quality assistive technologies that are affordable.^[@bibr6-2055668317712978]^ The CR SACH foot has provided a quality low cost option for amputees as evidenced by its continued use in RLEs.^[@bibr3-2055668317712978]^ A recent study took a closer look at the differences in kinematic, kinetic and spatiotemporal parameters for the CR Equipements SACH foot and SACH foot. The CR Equipements SACH foot offers improved biomechanics during walking when compared with a conventional SACH foot.^[@bibr7-2055668317712978]^ In light of the advantages of the CR Equipements SACH foot, a few modifications to increase durability could be addressed. Therefore, the purpose of our study was to make modifications to the keel and rubber outer foot shell to enhance features and reduce costs of the current CR SACH offering. To do so, we adjusted the strength of the connection between the keel and outer rubber shell and believed an improvement in this aspect of the design would foster a stronger connected keel and outer foot. In addition, we wanted to lower the costs and promote local manufacturing by utilizing natural rubber sourced from South East Asia. We choose natural rubber as opposed to synthetic rubber as it is easily available from latex harvested from rubber trees in many South East Asian countries.^[@bibr8-2055668317712978]^

Methods {#sec2-2055668317712978}
=======

Keel design {#sec3-2055668317712978}
-----------

The keel of the foot is an integral piece of any prosthetic foot as it can play a role in the rigidity of the entire foot structure. The keel in our design was modified to address the potential of the keel to loosen from the rubber outer material, an issue that has been mentioned before,^[@bibr9-2055668317712978]^ and that we anecdotally experienced within our clinic. Measurements were obtained of the keel of the CR Equipements SACH foot and used to create a computer-aided designed model which was then modified. The length of the keel was 14 cm for foot size of 24 cm and greater and 12 cm for foot size of 24 cm and below and total weight of the keel was 71 g. The distal tip of the keel had a 1.5-cm extension that angulated upwards to provide an undercut and stronger connection with the rubber outer. The main bridge of the keel had seven circular fenestrations (holes) approximately 12 mm in circumference which began distally and extended proximally to just below the proximal anterior border of the keel. A total of six circular fenestrations were made for foot sizes below 24 cm. In addition, two smaller holes approximately 8 mm in circumference were made. A triangle-shaped fenestration was placed along the proximal posterior border of the keel, and a vertical hole was extruded to allow for a bolt assembly to accept a foot bolt. Lastly, a square cube (2 cm × 2 cm) was extruded into the lateral aspect of the keel just interior to what would be the lateral malleolus on the outer rubber shell. Each of these adjustments to the keel design was created to provide an attachment point for rubber of the outer foot to anchor into ([Figure 1](#fig1-2055668317712978){ref-type="fig"}). Figure 1.Keel of the prosthetic foot.

Rubber outer shell {#sec4-2055668317712978}
------------------

Measurements were obtained of the outer foot of the CR SACH and were used to create a more accurate model for the design of the modified foot. The rubber outer shell was made from natural rubber harvested from the *Hevea brasiliensis* species of tree in Myanmar. Locally sourcing the rubber and working with a local manufacturer made tapping, processing, rolling, vulcanization and fabrication of the rubber outer foot simple. The latex was combined with various percentages of the following: titanium dioxide, calcium carbonate, aluminum silicate, zinc oxide, mercaptobenzothiazole accelerator, antioxidant butylated hydroxytoluene, sulfur and zinc diethyldithiocarbamate (ZDEC). Water cooling allowed for a seamless integration of each substance into the latex. The rubber was combined with accelerants ZDEC and steric acid as this is a widely used and successful additive for vulcanization ([Figure 2](#fig2-2055668317712978){ref-type="fig"}).^[@bibr10-2055668317712978]^ Rubber and rubber sheets 2 mm and 5 mm thick were pre-cut for later fabrication. Figure 2.Rubber mastication process.

Manufacturing process {#sec5-2055668317712978}
---------------------

The keel was fabricated out of heated polypropylene from a negative mold of the redesigned polypropylene keel. The final keel design included all fenestrations with design adjustments and a hole for an attachment bolt was formed vertically through the ankle section. Once the keel was successfully fabricated, short strips of nylon netting approximately 11 cm  × 2 cm and 25 cm × 2 cm were manually inserted through each of the fenestrations of the keel ([Figure 3](#fig3-2055668317712978){ref-type="fig"}). The keel and surrounding layers of rubber were fit into a mold which was mechanically bonded together in a hydraulic press multiple times at 30 psi before final oven vulcanization for 120 min at 140℃ ([Figure 4](#fig4-2055668317712978){ref-type="fig"}). A final foot resulted in a foot weighing 625 g with a shore A of 35--40 ([Figure 5](#fig5-2055668317712978){ref-type="fig"}). Figure 3.Keel with nylon netting. Figure 4.Foot manufacturing process and vulcanization. Figure 5.The modified natural rubber CR SACH foot.

Cyclic foot testing {#sec6-2055668317712978}
-------------------

We adopted the cyclic foot testing portion of the ISO-10328 (structural testing of lower-limb prostheses) protocol. A reduced instruction set chip computer controlled two servo-pneumatic actuators Si-Plan Electronics Research Ltd. (Stratford-upon-Avon, UK). A 34-mm stainless steel pylon tube with a bonded on female tube adapter was securely fastened to a proximal anchor point of the machine. A foot adapter and bolt were securely fastened to our foot. All screws were zeroed to the foot adapter and tightened at 15 Nm, Loctite was used on all screws. The forefoot footplate of the machine was positioned to 20° and heel footplate to 15°. A maximum load of 1.28 kN was applied dynamically at the speed of 1 Hz for two million cycles ([Figure 6](#fig6-2055668317712978){ref-type="fig"}). This method was chosen because of its previous use in foot cycling testing research designed to represent realistic free-living amputee walking activity.^[@bibr11-2055668317712978]^ Figure 6.Cyclic testing of the prosthetic foot.

Findings {#sec7-2055668317712978}
========

ISO-10328 cyclic testing was successful and allowed repetitive loading at 1.28 kN continuously with a speed of 1 Hz for two million cycles. Maximum displacement of the forefoot was 32.03 mm and heel 8.77 mm, respectively. The production cost for our modified version of the CR Equipements SACH foot is approximately \$16 USD. The final weight of the modified CR Equipements SACH foot is 625 g for a 25 cm foot. There are limitations to the current research, particularly with regard to mechanical testing. The full battery of ISO-10328 testing measures was not conducted. We opted to perform dynamic cyclic testing as it was a suitable method to continuously test two million cycles of forefoot and heel loading at 1.28 kN. However, static and final proof testing is also a part of ISO testing, future studies could perform this and determine performance of the foot at a constant force of 30 + 3 s. The addition of finite element analysis testing of the foot could provide a method for performing parametric analysis of stress and elastic stress of future design modifications to our inner keel as new materials become available, which also might lead to a reduction in the overall weight of the foot. In South East Asian environments, sun exposure can have adverse effects on the prosthesis.^[@bibr12-2055668317712978]^ The important, but time-consuming UV test for prosthetic foot testing was not performed in this current study but is something that could provide important durability information. Furthermore, our cyclic testing was limited to a single foot, and future testing could repeat testing in an increased number of feet. We sought out to modify the CR Equipements SACH keel from its current form to allow for a greater connection between keel and outer foot shell. The increased fenestrations and adjustments made to the keel provide multiple points for the outer foot to anchor too. The rubber outer foot was created from locally harvested natural rubber. These two modifications alone lowered the costs of the foot. Clinical testing of the foot is currently being conducted and will help to elucidate the potential for real-world applications. This research could lead to further testing that could offer a more robust and locally fabricated prosthetic foot for developing countries.

Key points {#sec8-2055668317712978}
==========

We added fenestrations and adjustments to a prosthetic keel to allow for a stronger connection between keel and rubber outer foot.Locally harvested natural rubber was used to fabricate the outer foot shell of a modified CR SACH foot.Manufacturing costs of the modified foot is inexpensive at approximately \$16 USD.Our preliminary design could be used in clinical testing to better understand if the keel modification and local natural rubber harvesting are advantageous to developing country prosthetic clinics.
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